
MicrotoxOmni Test Report

Date: 7/30/2010 02:43 PM

Test Protocol: 81.9% Basic Test
Sample: StrongSealT60micro
Toxicant: -
Reagent Lot no.: -
Test description: -
Test name: StrongSealT60micro
Database file: C:\Program Files\MicrotoxOmni\db1.mdb
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Plot of %Effect vs Concentration
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5 Mins Data: 15 Mins Data:
Sample Conc Io It Gamma % effect It Gamma % effect
Control 0.000   90.78 109.74 1.209 #  119.72 1.319 #  
Control 0.000   95.33 117.49 1.232 #  129.35 1.357 #  

1 10.24   82.70 96.79 0.0429 *  4.119%  105.85 0.0452 *  4.328%  
2 10.24   106.42 131.85-0.0147 *  -1.499%  147.20-0.0328 *  -3.391%  
3 20.48   78.66 84.48 0.1366 #  12.02%  92.84 0.1335 #  11.78%  
4 20.48   94.35 106.05 0.0859 #  7.918%  116.69 0.0817 #  7.553%  
5 40.95   77.58 72.45 0.3071 #  23.49%  74.28 0.3973 #  28.43%  
6 40.95   104.13 102.08 0.2452 #  19.69%  107.32 0.2981 #  22.96%  
7 81.90   77.34 56.66 0.6662 #  39.98%  53.62 0.9296 #  48.18%  
8 81.90   104.04 75.63 0.6792 #  40.45%  72.57 0.9180 #  47.86%  

# - used in calculation; * - invalid data; D - deleted from calcs.

Calculations on 5 Mins data:
EC50 Concentration:106.1% (95% confidence range: 78.19 to 144.0)
95% Confidence Factor: 1.357
EC50 value is greater than 100%
Estimating Equation:LOG C =0.7302 x LOG G +2.026
Coeff. of Determination (R²):0.9617
Slope: 1.317
Correction Factor: 1.221

Calculations on 15 Mins data:
EC50 Concentration:82.14% (95% confidence range: 64.75 to 104.2)
95% Confidence Factor: 1.268



EC50 value was calculated from extrapolated data.
Estimating Equation:LOG C =0.6133 x LOG G +1.915
Coeff. of Determination (R²):0.9643
Slope: 1.572
Correction Factor: 1.338
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